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Foreword 

This Ethiopian Standard has been prepared under the direction of the Technical 
Committee for Milk and milk products (TC 25) and published by the Ethiopian Standards 
Agency (ESA). 

The standard is identical with ISO 3433:2008, Cheese - Determination of fat content - 
Van gulik method, published by International Organization for Standardization (ISO). 

For the purpose of this Ethiopian Standard, the adopted text shall be modified as 
follows. 

• The phrase "International Standard" shall be read as "Ethiopian Standard"; and 

• A full stop (.) shall substitute comma (,) as decimal marker. 



ETHIOPIAN STANDARD ES ISO 3433:2012 



Cheese — Determination of fat content — Van Gulik method 



1 Scope 

This International Standard specifies the Van Gulik method for the determination of the fat content, as a mass 
fraction, of cheese. 

This method is applicable to all types of cheese. However, it may not give completely satisfactory results when 
applied to cheeses with an internal mould (blue-veined cheeses). 

NOTE For blue-veined cheeses, see Note to 8.3.1 1 . 



2 Normative references 

The following referenced documents are indispensable for the application of this document. For dated 
references, only the edition cited applies. For undated references, the latest edition of the referenced 
document (including any amendments) applies. 

ISO 2446, Milk — Determination of fat content (Routine method) 

ISO 3432|IDF 221 :2007, Cheese — Determination of fat content — Butyrometer for Van Gulik method 

3 Terms and definitions 

For the purposes of this document, the following terms and definitions apply. 

3.1 

Van Gulik method 

an empirical procedure which, when applied to a cheese, gives a value for fat content, expressed in grams per 
100 g of cheese, that is equivalent to that obtained by the reference method (ISO 1735|IDF 5 I 2 ') 

3.2 

fat content of cheese 

mass fraction of substances determined by the procedure specified in this International Standard 

NOTE The fat content is expressed in grams per 100 g, numerically equivalent to a percentage mass fraction. 



4 Principle 

The protein is dissolved in sulfuric acid, then the fat of the cheese is separated in a Van Gulik butyrometer by 
centrifuging, the separation being assisted by the addition of a small quantity of /so-amyl alcohol. 

The fat content is then read directly from the butyrometer scale. 
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5 Reagents 

Use only reagents of recognized analytical grade, and only distilled or demineralized water or water of 
equivalent purity. 

5.1 Sulfuric acid 

The sulfuric acid shall have a density at 20 °C of (1,522 ± 0,005) g/ml, which corresponds to a H 2 S0 4 mass 
fraction of 61,72 % to 62,63 %. The acid shall be colourless or no darker in colour than pale amber, and shall 
not contain any impurity likely to affect results. 

5.2 /so-amyl alcohol 

5.2.1 Composition 

A volume fraction of at least 99 % of the /so-amyl alcohol shall consist of the primary alcohols 3-methylbutan- 
1-ol and 2-methylbutan-1-ol, the only permissible major impurities being 2-methylpropan-1-ol and butan-1-ol. It 
shall be free from secondary pentanols, 2-methylbutan-2-ol, furan-2-al (furfural, furan-2-carboxaldehyde, 
2-furaldehyde), gasoline (petrol), and derivatives of benzene. Not more than a trace of water shall be present. 

5.2.2 Physical appearance 

The /so-amyl alcohol shall be clear and colourless. 

5.2.3 Density 

The /so-amyl alcohol shall have a density at 20 °C of 0,808 to 0,818 g/ml. 

5.2.4 Furan-2-al and other organic impurities 

When 5 ml of the /so-amyl alcohol is added to 5 ml of the sulfuric acid (5.1), no more than a yellow or light 
brown colour shall develop. 

5.2.5 Distillation range 

When the /so-amyl alcohol is distilled at a pressure of 101,3 kPa 1 ), a volume fraction of not less than 98 % 
shall distil below 132 °C and a volume fraction of not more than 5 % below 128 °C. There shall be no solid 
residue after distillation. 

If the atmospheric pressure during the distillation is lower or higher than 101,3 kPa, the specified temperatures 
should be respectively decreased or increased by 3,3 °C/kPa. 

5.2.6 Suitability test 

/so-amyl alcohol may satisfy the requirements of 5.2.1 to 5.2.5, yet be unsuitable for the Van Gulik method. 
Therefore, check the suitability of the /so-amyl alcohol before use by means of the following comparative test 
with a standard /so-amyl alcohol. 

5.2.6.1 Standard /so-amyl alcohol 

Distil an /so-amyl alcohol satisfying the requirements of 5.2.1 to 5.2.5, using a suitable fractionation column, 
and collect a fraction within a boiling range of 2 °C between 128,9 °C and 131,5 °C (see Note to 5.2.5). Apply 
the following tests to the fraction: 



1) 1 kPa = 10 mbar. 
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a) When analysed by gas-liquid chromatography, a volume fraction of at least 99 % shall consist of 3- 
methylbutan-1-ol and 2-methylbutan-1-ol. Only traces of impurities other than 2-methylpropan-1-ol and 
butan-1-ol shall be present. 

b) When fractionally distilled, the first 10% by volume and the last 10% by volume collected, when 
compared using the procedure described in 5.2.6.2, shall give values for the fat content of milk that do not 
differ by more than 0,015 % by mass of fat. 

If the fraction satisfies both these tests, it can be regarded as standard /so-amyl alcohol. The standard iso- 
amyl alcohol can be used for several years, provided that it is kept in the dark in a cool place. 

5.2.6.2 Comparison procedure 

Determine in duplicate the fat content of four samples of whole milk average fat content by the Gerber method 
specified in ISO 2446, using butyrometers whose scale errors have been determined, and sulfuric acid of 
suitable quality. In one of each pair of duplicates, use 1 ml of the /so-amyl alcohol under test and in the other 
use 1 ml of the standard /so-amyl alcohol (5.2.6.1). 

Keep the butyrometers in a random order from the shaking stage onwards. Take the readings to the nearest 
0,02 % by mass of fat (read by at least two persons) and correct for the scale errors of the butyrometers. 

The mean fat content of the four milk samples obtained with the /so-amyl alcohol under test shall not differ by 
more than 0,015 % by mass of fat from the mean value obtained using the standard /so-amyl alcohol. 

Instead of the /so-amyl alcohol specified, an artificial /so-amyl alcohol or an /so-amyl alcohol substitute, 
coloured if desired, may be used, provided that it is found to be satisfactory when tested by the procedure 
described in this subclause. 



6 Apparatus 

Usual laboratory apparatus, and in particular the following. 

6.1 Van Gulik butyrometers, complying with ISO 3432 1 IDF 221 . 

6.2 Weighing device (see ISO 3432 1 IDF 221, Clause 6), which can be fitted to the large stopper of the 
butyrometer. Alternatively, a dish, a capsule or plastics sheet may be used. 

6.3 Pipette or automatic measure, to deliver sulfuric acid (5.1). 

6.4 Pipette or automatic measure, to deliver (1 ± 0,05) ml of /so-amyl alcohol (5.2). 

6.5 Analytical balance, capable of weighing to the nearest 0,001 g. 

6.6 Centrifuge, in which the butyrometers can be spun, provided with a rotational frequency indicator, 
graduated in revolutions per minute, with a maximum tolerance of ± 50 r/min, and preferably of the vertical- 
loading type rather than the horizontal-loading type. 

When fully loaded, the centrifuge shall be capable of producing, within 2 min, a relative centrifugal 
acceleration of (350 ± 50)g at the outer end of the butyrometer stopper. This acceleration is produced by 
centrifuges with the effective radius (horizontal distance between the centre of the centrifuge spindle and the 
outer end of the butyrometer stopper) operated at the rotational frequency indicated in Table 1 . 
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Table 1 — Centrifuge effective radius and rotational frequency 
to produce centrifugal acceleration of (350 ± 50)g 



Effective radius 


Rotational frequency 


mm 


+ 70 r/min 


240 


1 140 


245 


1 130 


250 


1 120 


255 


1 110 


260 


1 100 


265 


1 090 


270 


1 080 


275 


1 070 


300 


1 020 


325 


980 



NOTE The relative centrifugal acceleration produced in a centrifuge is given by Formula (1): 

1,12™ 2 x10- 6 (1) 

where 

r is the effective horizontal radius, in millimetres; 

n is the rotational frequency, in revolutions per minute. 

6.7 Water bath for butyrometers, capable of being maintained at (65 ± 2) °C and such that the 
butyrometers (6.1) can be supported in a vertical position with their scales completely immersed. 

6.8 Thermometer, suitable for insertion in the water bath (6.7). 

6.9 Grater, or other device for grinding the cheese. 

7 Sampling 

A representative sample should have been sent to the laboratory. It should not have been damaged or 
changed during transport or storage. 

Sampling is not part of the method specified in this International Standard. A recommended sampling method 
is given in ISO 707|IDF 50 HI. 



8 Procedure 

8.1 Preparation of the test sample 

Remove the rind, smear or mouldy surface layer of the cheese, in such a way as to provide a test sample 
representative of the cheese as it is usually consumed. Grind the test sample by means of an appropriate 
device (6.9). Quickly mix the whole mass and preferably grind the mass again quickly. 

If the test sample (e.g. soft cheese) cannot be ground, mix the whole sample thoroughly by intensive stirring 
and kneading. 

Transfer the pretreated sample, or a representative part of it, immediately into a container provided with an 
airtight lid. 
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Analyse the test sample without delay, as soon as possible after grinding or mixing. If delay is unavoidable, 
take all precautions to ensure proper preservation of the sample and to prevent condensation of moisture on 
the inside surface of the container. Ground or mixed cheese showing unwanted mould growth or initial signs 
of deterioration should not be examined. 

Clean the device after grinding each sample. 

8.2 Test portion 

Weigh, to the nearest 0,005 g, 3,000 g of the test sample (8.1) into the weighing device (6.2) fitted to a 
suitable stopper, or into a capsule, or on plastics sheet. 

8.3 Determination 

8.3.1 If a stopper with a weighing device is used, close the neck of the butyrometer (6.1) with this stopper, 
including weighing device and test portion, and add sulfuric acid (5.1) to the small opening until the acid level 
reaches a height of about two-thirds of the body of the butyrometer and the weighing device is completely 
surrounded with sulfuric acid. 

If no weighing device in the large stopper is used, close the small opening of the butyrometer with the small 
stopper and let sulfuric acid run into the butyrometer through the neck until the acid level reaches a height of 
about half the body of the butyrometer. 

Transfer the cheese to the butyrometer. If plastics sheet is used, transfer the cheese with the sheet. Close the 
neck with the large stopper, invert the butyrometer and remove the small stopper. 

8.3.2 Place the butyrometer with its neck (i.e. large opening) downwards in the water bath (6.7) maintained 
at 65 °C for 5 min. 

8.3.3 Remove the butyrometer from the water bath and shake it thoroughly for 10 s. 

8.3.4 Repeat the operations specified in 8.3.2 and 8.3.3 until the protein is completely dissolved: 1 h is 
usually needed. Repeat the procedure for 15 min after the protein has been dissolved. 

NOTE Mechanical shaking devices may be used provided that their use produces the same results as the manual 

procedure specified above. 

8.3.5 Remove the butyrometer from the water bath and add, after thorough shaking of the butyrometer, 1 ml 
of /so-amyl alcohol (5.2) to the small opening. Immediately shake the butyrometer for at least 3 s. 

8.3.6 Add sulfuric acid to the small opening until the level reaches the 35 % graduation mark. Close 
immediately with the small stopper and invert the butyrometer. 

8.3.7 As soon as the fat has ascended into the body, shake the butyrometer thoroughly for 10 s. Invert 
again so that the acid drains out of the stem. Repeat the shaking and inversion twice. 

8.3.8 Place the butyrometer neck downwards for 5 min in the water bath; the water level should be above 
the top of the fat column in the butyrometer. 

8.3.9 Remove the butyrometer from the water bath, adjust the large stopper to bring the fat column on the 
scale and centrifuge the butyrometer at a relative centrifugal acceleration of (350 ± 50)g for 10 min. 

8.3.10 Place the butyrometer neck downwards in the water bath for 5 min. Maintain the water level above the 
top of the fat column in the butyrometer. 

8.3.11 Remove the butyrometer from the water bath and carefully adjust the large stopper to bring the 
bottom of the fat column, with the minimum movement of the column, to a graduation mark, preferably a main 
graduation mark. This should preferably be done by slightly withdrawing the stopper and not by forcing it 
further into the neck. Note the scale reading coincident with the bottom of the fat column and then, taking care 
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that the fat column does not move, as quickly as possible note the scale reading coincident with the lowest 
point of the fat meniscus at the top of the fat column; this reading shall be taken to the nearest half a smallest 
scale division (0,25 %). 

While readings are being taken, the butyrometer shall be held vertically and the eye shall be level with the 
point of reading. 

NOTE If the fat is turbid or dark in colour or if there is white or black material at the bottom of the fat column, the 

value for the fat content will not be accurate. 



9 Expression of results 

9.1 Method of calculation 

The fat content of the cheese, expressed in grams per 100 g of cheese, is equal to 

B-A 
where 

A is the reading obtained at the bottom of the fat column; 

B is the reading obtained at the top of the fat column. 

9.2 Repeatability 

The absolute difference between two independent single test results, obtained using the same method on 
identical test material in the same laboratory by the same operator using the same equipment within a short 
interval of time, shall not exceed a value corresponding to one smallest scale division (0,5 %). 

9.3 Correction of results 

If the results obtained by this method are corrected to make them correspond to the results obtained by the 
reference method (see ISO 1735|IDF 5 PI), this shall be clearly indicated in the test report. 

10 Test report 

The test report shall specify: 

a) all the information required for the complete identification of the sample; 

b) the sampling method used, if known; 

c) the test method used, together with a reference to this International Standard; 

d) all operating details not specified in this International Standard, or regarded as optional, together with 
details of any incident that may have influenced the result(s); 

e) the test result(s) obtained, details of whether the results have been corrected in any way, and, if the 
repeatability has been checked, the final quoted results obtained. 
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Organization and Objectives 

The Ethiopian Standards Agency (ESA) is the national standards body of Ethiopia 
established in 2010 based on regulation No. 193/2010.ESA is established due to the 
restructuring of Quality and Standards Authority of Ethiopia (( 
established in 1970. 



ESA 's objectives are: 



* Ethiopia (QSAE) which was 



♦ Develop Ethiopian standards and establish a system that enable to 
check weather goods and services are in compliance with the 
required standards, 

♦ Facilitate the country's technology transfer through the use of 
standards, 

♦ Develop national standards for local products and services so as to 
make them competitive in the international market. 

Ethiopian Standards 

The Ethiopian Standards are developed by national technical committees which are 
composed of different stakeholders consisting of educational Institutions, research 
institutes, government organizations, certification, inspection, and testing 
organizations, regulatory bodies, consumer association etc. The requirements and/ 
or recommendations contained in Ethiopian Standards are consensus based that 
reflects the interest of the TC representatives and also of comments received from 
the public and other sources. Ethiopian Standards are approved by the National 
Standardization Council and are kept under continuous review after publication and 
updated regularly to take account of latest scientific and technological changes. 
Orders for all Ethiopian Standards, International Standard and ASTM standards, 
including electronic versions, should be addressed to the Documentation and 
Publication Team at the Head office and Branch (Liaisons) offices. A catalogue of 
Ethiopian Standards is also available freely and can be accessed in from our 
website. 




ESA has the copyright of all its publications. No part of these publications may be 
reproduced in any form without the prior permission in writing of ESA. 
International Involvement 

ESA, representing Ethiopia, is a member of the International Organization for 
Standardization (ISO), and Codex Alimentarius Commission (CODEX). It also 
maintains close working relations with the international Electro-technical 
Commission (IEC) and American Society for Testing and Materials (ASTM). It is a 
founding member of the African Regional Organization for standardization 
(ARSO). 



More Information ? 
Contact us at the following address. 
The Head Office of ESA is at Addis Ababa. 

SOU- 646 06 85, Oil- 646 05 65 
1^011-646 08 80 
IHI 2310 Addis Ababa, Ethiopia 
E-mail: info@ethiostandards. org, 
Website: www. ethiostandards. org 
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